VERIFICATION OF CALIBRATION REPORT

Of DataMaster cdm Breath test Instrument
State of Alaska
Scientific Crime Detection Laboratory — Statewide Breath Alcohol Program

DataMaster cdm S/N: 130298
Supervisor/Operator Performing the Verification Procedure:

N

Name: __JAMES C. GIPSON ID#: 4842  Date: 21 August 09
A :
Agency: Palmer Police Department Phone #: _(907) 745-4811
Instrument Location: _ Palmer Police Department |
1 e _
Alco S/N: _ X172946 Target Value: .077 High Pressure: 1225
B ,
Alco Test Value Average: 075 4 073 v/
1* Alco 2" Alco

/.
Signatuy¢: ! %09

(OVE

I, Nita J. Bolz, after being first duly sworn, defio%@ Nt ¥t 40 fhgswsa below)

(1) I am a Forensic Scientist [V at the State of Alaska Scientific Crime Detection Laboratory.

(2) The Alaska Scientific Crime Detection Laboratory is an entity within the Department of Public Safety.

(3) I am the Scientific Director of the State Breath Alcohol Program.

(4) In that capacity, I am responsible for overseeing the breath alcohol program, including assuring that persons
responsible for verifying the calibration of instruments are properly trained and qualified. I also am responsib:» for
maintaining the records of the program.

(5) The attached verification is a true and accurate verification of calibration that reflects a regularly conducted and
regularly recorded activity of the breath alcohol program performed by a person trained and qualified to conduct the
verification.

referenced instpament is certified for evidentiary use in the State of Alaska.
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VERIFICATION OF CALIBRATION REPORT

Of DataMaster cdm Breath test Instrument

State of Alaska

Scientific Crime Detection Laboratory — Statewide Breath Alcohol Program

S
DataMaster cdm S/N: _ 130298 _ .

(CONTINUED FROM FRONT PAGE)

C

TAPE THE TEST STRIP FROM THE NONDRINKING SUBJECT TEST AND THE DIAGNOSTIC
CHECK IN THE MARKED BOXES

NONDRINKING SUBJECT TEST

BT6 9/95

RLASKA DEPARTMENT OF PURLIC SAFETY
DATRAASTER cde 136298

mrzt,me\/(}g?\\d«

{PERATIR'S MRE:
BIPSON/JRES/C
TPERATOR'S NUMBER: 4842
SBJECT™S LAST NAE:
UERIFICATION OF CRL
SRIELT'S FIRST NAYEM] :
RiC8
0.L, # 912345
DEPT/AGENCY: PLMI
CRSE/REPORT: 01-2345
TEST TWPE: U
ALCO TARGET UALUE: 017
ALO O 17946

— BREATH MNLYSIS —

677 OTSTED FOR 28.81 in 7
ALCO TRREET 7%
B TEST P
INERWL STADRD  VERIFIDD
AOVBS in G5
BLOK TEST o
SIBJECT SAPLE 98
LA TEST &
ANBGin 6
LA, TEST 8

DIAGNOSTIC CHECK
ALASKA DEPARTMENT OF PUBLIC SAFETY
DATASTER cde 138298
ABUST 21, 2089 /

TIE 15:58

— DIRGNOSTIC CHECK —-
COMPUTER: K
PROGRYM: Ky
SOFTWRE DATE: 2
HERTERS
SAPLE CHYBER: 4
BRERATH TUBE: 4%
BAROMETER: 2.8 in
FLOW DETECTOR: oy
il
HIGH SPEED: xry
DETECTOR: oY
FILTERS: oKy
ARRTZ STROARD: ey
CALIBRATION: Ry

PRINTER TEST
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